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    V[mL]   IS      strmost  
 0  1.320 -1.3077  0.0000
 1  1.360 -1.2977  0.2494
 2  1.400 -1.2853  0.3110
 3  1.440 -1.2693  0.3984
 4  1.480 -1.2469  0.5606
 5  1.520 -1.2097  0.9300
 6  1.560 -1.1118  2.4467
 7  1.600 -0.9771  3.3681
 8  1.640 -0.9074  1.7430
 9  1.680 -0.8595  1.1970
10  1.720 -0.8253  0.8550
11  1.760 -0.7989  0.6590
12  1.800 -0.7777  0.5302
13  1.840 -0.7599  0.4456

Pri merani nezistene ziadne chyby

E0= 0.00    smernica=-0.10
Dalsie udaje v zosite: z39b          
Operator: Hankova
Poznamka: SES Cu01912, 1.titr. 2.flase, Tlab=22.6oC
Pri merani pouzita zostava zariadeni c.3
EB:   1.577( 3) mL
 Statistika:   Body   Iter.   Suma     St.odch.   Sikmost    Spicatost
Dotitrovanie:   3-11   15   1.86E-04    0.0068    -0.122      0.433
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